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01
General and first steps




1. Main View Drager
Configuration count of Beds

CMS can show up to 32 Beds with one screen, up to 64 patient on two screens

(o] (s T u1 e User Maintain Factory Maintain

Faram Unit Setup
Color Settings

Display Setup

Immbw
)

12
14
16
[ on
32

Display Bed Number |1g4
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1. Main View Urager
Main Screen

System |nformat|0n area B(E)FS’KIRTI?\F\;ENT Number of pending patients: 1 83-24-2020 17:12:51

3 Freddy Kruegger

x 1

Disconnected

Patient sectors

i)

*Monitor is offline

Disconnected

Quick control area
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1. Main View Drager
Messages 1

Pacer patient

HOSPITAL
DEPARTMENT
|3 Freddy Kruegger
mf] x1 I

Number of pending patients: 1 03-24-2020 17:12:51

$p02

1 Michael Meyer

Patient is admit but not connect

*Monitor is offline

Patient online no alarm
Yellow = Patient online with low / middle alarm

Patient is admit but not connect Red - Patient online with high alarm
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1 ] Main View Patient is connect with CMS but not admit nrager
Messages 1

To admit the Patient, press the admit button

Type in the date and select the Monitor

Pending patient list

Bed No. Patient name MRN Device IP Address Device Name Department Bed No.*

il § 192.168.2.2
Last Name Date of Admission g3 55 2625 [+
MRN 666-66-6666 Date of Birth H-62-1083 @~

Gender [mate -] Heignt ‘C,,, -
Type [aqu1t ~| Weight \kg -
octor Department l:l

|

| = Admission EMR Patient List ‘

© Dragerwerk AG & Co. KGaA, 2019 | Marketing Mon/ IT | Vista 120 Quick Guide Adml-t -the Patlent press -the “Admission” bu-t-ton
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1. Main View
Configuration of position

Michael Meyer

Press the “Main Screen” button

Bed No. Patient nane en Device IP Address  Device Nase Department
192.168.2.2

Show: Bed3
Show: Bedl

Disconnected

For change position, press the field and select
the bed
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1. Main View
CMS switch off

Press the “Stop” button

Type in the password and confirm
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Confirm Passwo

Password: | K
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02
Main View and configuration




2. Main View
Display Options

Left Window = Parameter / Waveform Setup

Right Window => Display the window in large font
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HOSPITAL
DEPARTMENT

P Freddy Kruegger

1

VDisplay the window in large Fonfw

Display all windows in large fon
Parameter/Waveform Setup

Monitor Parameter Setup

NIBF MEASURE

Discharge Patient

Freeze

Print

Alarm Reset

Show >

1 Michael Meyer

Display all windows in large fom

Parameter/Waveforn Setup
Monitor Parameter Setup
NIBP MEASURE

Discharge Patient

Disconnected

Disconnected




2. Main View
Display Options

Michael Meyer

nnected

Auto sorting by pressing the Sequence button

Disconnected Disconnected
HOSPITA
DEPARTMENT
1 Michael Meyer
. 7

Disconnected nnected

Disconnected

Disconnected

[Ws) o =yl User Maintain Factory Maintain

Param Unit Setup
Color Settings

Click to Set Idle Bed

Drag to Change Position

Display Bed Number |33 v|| 0K “ Sequsnce
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2. Main View
NIBP

Starting NIP Measuring = direct

HOSPITAL
DEPARTMENT
1 Jense

130!71(89%

MIEP Messung

| 13071689) 6 0 9 9

~ '| Confirm the patient type before measuring NIEP.Confirm the cuff
W' size.Start NIBP measuring Yes or No?

[ ve J[ N
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2. Main View Urager
NIBP

Starting NIP Measuring = via menu

3 Fraddy Kruegger

HOSPITAL
DEPARTMENT
Michael Meyer

Display the window in large font

Display all windows in large font
Parameter/Waveform Setup

Monitor Parameter Setup

NIBP MEASURR

Discharge Pa *-nt

Freeze
Print

Alarm Reset

- | Confirm the patient type before measuring NIBP.Confirm the cuff
W' size.Start NIBP measuring Yes or No?

Yes J | Mo
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2. Main View
Configuration
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VDisplay the window in large font
Display all windows in large font
Parameter/Waveform Setup
Monitor Parameter Setup
NIBF MEASURE
Discharge Patient
Freeze
Print
Alarm Reset
Show

Disconnected

Disconnected

Urager

©3-25-2020 15:38:19




2. Main View riger
Audi O Pause HOSFTAL |

1 Michael Meyer

Display the window in large font
Display all windows in large font

Parameter/Waveform Setup
Monitor Parameter Setup
NIBP MEASURE

Discharge Patient

Freeze

Print

Alarm Reset

Show

Disconnected

Freddy Kruegger

B

Disconnected
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2. Main View
Audio pause configuration

HOSPITAL
DEPARTMENT
Michael Meyer

; 60 99

NIBP

Press the system button ] — 118/76(87)

3 Freddy Kruegger

5p02

650 99

NIBP

o 12417182)

Common Setup Factory Maintain

Monitor Batch Setting

Date/Time Setup Alarm Tone ‘Standard v|| play | High Alarm Interval(s) |5 v|
Language Setup
HL7
Database Maintain . —
EMR Database Maintena Audio Pause [2 min v] Med Alarm Interval(s) |1a v|
Other Setups 1 min
User Password Setting 2 min
Operation Log 3 min
About [N

Low Alarm Interval(s) |38 -
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2. Main View
Audio pause configuration

Michael Meyer

60 99

Wi

118/76(87)

B Freddy Kruegger

60 99

124/71(82)

Q EEECNNERN Pationt Mgnt Wave Review Alarm Review Trend Review NIBP Review C.0. measure review

e

Press the “Review” button

Online Database Source « Patient Review «| % Refresh i Discharge Patient
MRN First Name Last Name Type  Gender Bed No.  Doctor  Date of Birth Date of Admission  Height(cm) Weight({kg)  BloodType Comnent: Department
66 Michael Meyer Adult WA 02-87-1973 11-19-2018 156.8 8.0 o DRAEGER
599-99-9999 Freddy Krusgger adult WA Stone Frank  01-10-2016 03-04-2028 178.0 6.0 1rsa1

3

Select a patient

e 2 Wave Review Alarm Review Trend Review NIBP Review 0. measure review

o

Query ¥

Bed No.:1 Name: Freddy Kruegger Gender: N/A Type: Adult &) Print Al =l % Refresh

Comment Monitoring statistics
Last Name Kruegger Pace on p
Monitoring statistics
First Name BloodType 0 Begin at ©3-18-2828 16:56:58. End at ©3-25-20820 17:14:41.
.. Waveform Data:23 h 27 min
Bed No. 3 Date of Admission
Trend Data:23 h 27 min
MRN Date of Birth 81-16-2816 Alarm Events:1
) NIBP Measurement Records:3
Gender N/A Height 178.8 cm
C.0. Measurement Records:@
Type It Weight 66.8 kg PAWP Measurement Records:8
Docter Department ITS81 - |« i v

w

Analyze
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Bed View
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3. Bed View
shared"

60 99 60 99

Double click in the patient field

12471182 115(76(82)

HOSPITAL
DEPARTMENT
1 Michael Meyer

w1

3 Freddy Kruegger

$p02

. 60 99

NIBP

- 124/71(82) : _— 115/76(82)

Disconnected Disconnected

4 patient Mgmt WSTAGWTCMGETM Wave Review Alarm Review Trend Review NIBP Review Parameter/Maveform Setup Calculation C.0. measure review

Patient data....

Sp02(%)

Pl 8
124 71 82 67

1s o 15.51- 124/71(82)
o

NIBP 5YS NIBP DIA NIBP MAP NIEP FR Measure Time
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3. Bed View Drager

Tullscreen®
Double click in the button

3 Froday Krueggor

115(76(82)

HOSPITAL
DEPARTMENT
F U | |SC re e n O-I: th e a-l:i e n.l: 4 patient Mgmt BSUEACW-CEMUEMN Wave Review Alarm Review Trend Review ' NIBP Review Parameter/Maveform Setup Calculation = C.0. measure review
p "' ' Bed No.:1 Name: Michael Meyer Gender: Male Type: Freeze 3

o

NIEP DIA NIBP MAP NIEP PR

off

Pl
7 86 62

» b5 : 124]71(82)

PR (Source: $p02)

= 60
14

36.0 .., 37.0
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3. Bed View Drager
Wave Review (FD)

HOSPITAL
DEPARTMENT 03-26-2020 13:37:10
1 Michael Meyer i 3 Freddy Kruegger

60 99 -1~ 60 99

—NIBP

- 124]71(82) ‘ - 115/76(82)

Disconnected Disconnected

4 Patient Mgmt Single Bed View Alarm Review Trend Review NIBP Review Parameter/Waveform Setup Calculation C.0. measure review

Print % Refresh

©83-26-2028 13:35:1

4 Show parameters [J Select Wave v i Sweep: 25.8 mm/s v i Time Setup

Bed No.:1 Name: Michael Meyer Gender: Male H K« 4 F W B [&ECG Waveform

©3-26-2026 13:34:56

Type: Adult
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3. Bed View
arm events M

DEPARTMENT
1 Michael Meyer

60 99

Disconnected Disconnected

4 Patient Mgmt Single Bed View Wave Review Trend Review NIBP Review Parameter/Waveform Setup Calculation C.0. measure review

Bed No.:3 Name: Freddy Kruegger Gender: N/A Type: Adult

Alarm Time Alarm Level Alarm Information R m ;8 /min RR: 14 rpm

NIBP MAP: 89 mmHg
H R Al a rm h |9 h 03-26-2020 13:39:49 [ SoHR Low

03-26-2020 13:39:26 L **#4R High

03-24-2020 17:40:27 L **5p02 High

Alarm Note
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3. Bed View Urager
arm events

DEPARTMENT
Michael Meyer

1 M

093-26-2020 14:34:42

HR

» 60 99

~ 122/75(89)

Disconnected Disconnected

4 Patient Mgmt ~Single Bed View Wave Review Trend Review NIBP Review Parameter/Waveform Setup Calculation C.0. measure review

Bed No.:3 Name: Freddy Kruegger Gender: N/A Type: Adult
Alarm Time Alarm Level Alarm Information

03262020 14:30:57 | RERII *TTHR High

03-26-2020 13:39:49 Med **UR Low

SPO2 Alarm med

03-26-2020 13:39:26 #*HUR High

Alarm Note
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3. Bed View ager
rends (table)

{7y Home: D212 [ cMSLeer [ cvs client [C] Windows 10 x64
HOSPITAL
2 . 12
DEPARTMENT 020 14:39:12

1 Michael Meyer r 3 Freddy Kruegger

1

60 99

122/75(89)

Disconnected Disconnected

| re n dS Rev' eW 4 patient Memt Sinsle Red View Wave Review Alarm Review NTBP Review Parameter/Waveform Setup Calculation C.0. measure review

Bed No.:3 Name: Freddy Kruegger Gender: N/A Type: Adult (J Trend Table - Trend Graph & Resolution setting: 1 min v @ Param Select = [ Time Setup (& Print = & Refresh
T T | —|— h I —— @3-26-2020 @3-26-2020 @3-26-2020 ©3-26-2020 ©3-26-2020 ©3-26-2020 ©3-26-2020 ©3-26-2620 @3-26-2620 83-26-2020 @3-26-.
ren a e’ ren ra p R 14:29:11 14:29:27 14:29:49 14:3@:49 14:31:49 14:32:49 14:33:49 14:34:49 14:35:49 14:36:49 14:37

HR(bpm) 68 60 60 69 69 60 68 68 68 6@

PVCs(/min) a a a ] 0 0 0 0
RR(rpm) 14 14
NIBP(mmHg) 117/70(82) 122/75(89)
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3. Bed View
Trends (Curve)
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HOSPITAL
DEPARTMENT
1 Michael Meyer

Disconnected Disconnected

4 Patient Mgmt  Single Bed View Alarm Review Trend Review NIBP Review Parameter/Waveform Setup Calculation C.0. measure review

B KM 4« 4 b bb Pl [2ECG Waveform [4 Show parameters

83-26-2020 14:46:44

Bed No.:3 Name: Freddy Kruegger Gender: N/A Type: Adult

am Screen

I select Wave v .4l Sweep: 25.0 mm/s v BN Time Setup

03-26-2020 14:

S

60 99

NIBP

122175
w 14

Print

& Refresh



3. Bed View
NIBP (Trends)

HOSPITAL
DEPARTMENT

1 Michael Meyer T Freddy Kruegger v

03-26-2020 14:50:180

5p02

89 b i 6099

HIBP

122]75
w 14

Disconnected Disconnected

NIBP
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o RSN R T T ————— T —————

Bed No.:3 Name: Freddy Kruegger Gender: N/A Type: Adult | [ Show parameters (& Print out All (3 Print out Current Page & Refresh
Serial No. Measure Time SYS/DIA(MAP) mmHg PR
2 B83-26-2826 14:25:11 117/76(82) 63
3 B83-26-2826 14:25:87 116/78(87) 69
4 B3-26-2826 18:25:55 115/76(82) 66
5 B3-26-2826 18:24:47 115/79(83) 66
13 83-25-2826 15:35:44 124/71(82) 67
7 83-25-2826 15:38:23 118/75(86} 62
8 83-25-2826 15:29:52 118/76(87} 65




3. Bed View Urager
Configuration Parameter -/ Waveform

HOSPITAL
DEPARTMENT

1 Michael Meyer I 3 Freddy Kruegger

03-26-2020 14:53:45

Sp02

60 99

NIBP

51

Disconnected Disconnected

4 ' Patient Mgmt Single Bed View Wave Review Alarm Review Trend Review NIBP Review Ml oaict el M2 ® Calculation C.0. measure review

Bed No.:3 Name: Freddy Kruegger Gender: N/A Type: Adult

Wave setup on multi-bed (Max-wave number is 6) Param setup on multi-bed (Max-parameter number is 4)
Wave name Sweep Available Params i Current Params
v| ECG(Two Waveforms) 25.8 mm/s HR Add HR
V| RESP 25.8 mm/s Sp02 ! Sp02
¥| Pleth 25.0 mm/s PR 1 ‘ EE— ‘ NIBP
Paw(V/A) 12.5 mm/s RR RR
Flow(V/a) 12.5 mm/s NIBP ‘ " w ‘
ove
CO2(V/A) 12.5 mm/s TEMP
02(V/A) 12.5 mm/'s Paw(V/A)
M D
N20(V/A) 12.5 m/s VTi&VT(V/A) ‘ ove boun |
AA(V/A) 12.5 mm/s o [——— = D
Update Wave Setup Refresh ParamGroup
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04
Questions?
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Thank you
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