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Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23542 Liibeck

Germany

EC Certificate: G10 010578 0039
Valid until: 2030-03-17

Single registration number (SRN)/

] . S . DE-MF-000005329
einmalige Registrierungsnummer:

hereby declares under its sole responsibility that the /
erklart hiermit in alleiniger Verantwortung, dass

Product Name / Produktbezeichnung | Device Category / Device Class / UMDNS Code /

Produktkategorie Gerateklasse GMDN Code /
EMDN Code
WaterLock2 Medical gas pipeline lla UMDNS 18-061/

GMDN 61488/
EMDN Z12039080

condensate filter/trap
Infinity ID WaterLock2

meets the following provisions:
mit den folgenden Bestimmungen iibereinstimmt:

European regulation (EU) 2017/745 on medical devices. An examination of the quality management System has
been carried out following Annex IX (Chapters | and 11l and section 4) of the regulation by the Notified Body:/

Verordnung (EU) 2017/745 (iber Medizinprodukte. Eine Uberpriifung des Qualititsmanagementsystems, nach den
Regeln wie in Anhang IX (Kapitel | and Il und Abschnitt 4) der Verordnung beschrieben, wurde durch die Benannte
Stelle vorgenommen:

TUV Siid Product Service GmbH, Ridlerstrafe 65, 80339 Munich, Germany, NB 0123

The quality management system also complies to EN ISO 9001 and EN I1SO 13485./
Das Qualitadtsmanagementsystem erfullt weiterhin die Anforderungen gemaf EN ISO 9001 und EN ISO 13485.

Directive 2011/65/EU of the European Parliament and of the Council of 8 June 2011 on the restriction of the use of
certain hazardous substances in electrical and electronic equipment/

Richtlinie 2011/65/EU des Europaischen Parlaments und des Rates vom 8. Juni 2011 zur Beschrankung der
Verwendung bestimmter gefahrlicher Stoffe in Elektro- und Elektronikgeraten

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23558 Libeck, Germany
Postal address:

23542 Lubeck, Germany
Tel. +49451882-0

Fax +49 45]1882-2080
info@draeger.com
www.draeger.com

Bank details:

Commerzbank AG, Libeck

IBAN: DE95 2304 0022 0014 6795 00
Swift-Code: COBA DE FF 230

Sparkasse zu Libeck
IBAN: DE15 2305 0101 0001 071117
Swift-Code: NOLADE2ISPL

Registered office: Libeck
Commercial register:

Local court Libeck HRB 7903 HL
General partner:

Dragerwerk Verwaltungs AG
Registered office: Libeck
Commercial register:

Local court Libeck HRB 7395 HL
UID-Nr. DE135082211

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for
Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner



Urager

EU Declaration of Conformity
EU-Konformitatserklarung

0123

Document No. / Dokument Nr. MDR101-028-2605-007-0
Date / Datum 2026-05-21

Place / Ort Germany - Liibeck

Page / Seite 2/5

This declaration is effective for products placed on the market as of the date of issue. Any modifications of
the device not authorized by Dréager will invalidate this declaration./

Diese Erklarung ist giiltig fiir ab dem Ausstellungsdatum in Verkehr gebrachte Produkte. Jede nicht durch
Dréager autorisierte Modifikation an dem Produkt fiihrt zur Ungiiltigkeit dieser Erklarung.

For the signature on behalf of Drager see the Document Release Sign-Off Page on page 1./
Fur die Unterschrift im Namen von Drager siehe "Document Release Sign-Off Page" auf Seite 1.

Director Head of

Quality & Regulatory Affairs Product Area Dedicated

Business Unit Hospital Consumables & Accessories Business Unit Hospital Consumables & Accessories
Medical Division Medical Division

Timo Harms Nora Roeder
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Product Name / Produktbezeichnung

Device Category / Produktkategorie

WaterLock2

Infinity ID WaterLock?2

Medical gas pipeline condensate filter/trap

Applied Standards in full or in part / Vollstédndig oder teilweise angewendete Normen:

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices
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EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process

EN ISO 20417:2021
(ISO 20417:2021)

Medical devices - Information to be supplied by
the manufacturer

EN ISO 80369-1:2018
(ISO 80369-1:2018)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 1: General
requirements

EN ISO 80369-7:2021
(ISO 80369-7:2021)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications

ISO 18190:2016

Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment

ISTA 3A:2018

Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less




en/de

EU Declaration of Conformity
EU-Konformitatserklarung

Urager

AN
~—
O  Document No./ Dokument Nr. MDR101-028-2605-007-0
Date / Datum 2026-05-21
Place / Ort Germany - Liibeck
Page / Seite 5/5
Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23542 Liibeck
Germany
Extend of conformity assessment / Umfang der Konformitatsbewertung
Part Number / Product Name / Produktbezeichnung Basic UDI-DI
Sachnummer
6872130 WaterLock?2 0404867512010286K19Z000M9
6872020 Infinity ID WaterLock2 0404867512010286K19Z000M9
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Mme Ha npoaykTa

KaTteropus Ha ypena

Knac Ha ypena

Koo UMDNS /
Koo GMDN /
Kog EMDN

WaterLock2

Infinity ID WaterLock2

Medical gas pipeline lla
condensate filter/trap

UMDNS 18-061/
GMDN 61488/
EMDN Z12039080

oTroBaps Ha cnegHuTte pa3nope,q6u:

EBPOMENCKW PEFMAMEHT (EC) 2017/745 OTHOCHO MeANLMHCKM U3aenus. V3BbpLUeHOo e NpoyyBaHe Ha
cucTemara 3a yrnpasreHue Ha Ka4ecTBOTO B CboTBeTCTBME € aHeke IX (rmaeu | n Il u pasgen 4) Ha pernameHTa oT
HOTUMUMpPaHNs opraH:

TUV Siid Product Service GmbH, RidlerstraBe 65, 80339 Munich, Germany, NB 0123

CucTtemara 3a ynpasreHve Ha kayecTBoTo cbluyo oTroBaps Ha EN ISO 9001 n EN ISO 13485.

OVPEKTUBA 2011/65/EC HA EBPOMENCKNA NAPITAMEHT M HA CBBETA ot 8 toHu 2011 rognHa OTHOCHO
orpaHu4eHneTo 3a ynotpebaTta Ha onpedeneHy onacHW BelecTBa B €NeKTPUYECKOTO U eNeKTPOHHOTO obopyaBaHe

3a npoAyKTu, NycHaTX Ha Nasapa, Tasu Aeknapauus e B cuna oT Aarata Ha usgaBaHe. Becsika Mmogudmkaums
Ha ypepa, KOAITO He e pa3pelueHa oT Drager, oGe3cunea Tasu geknapaums.

ToBa e NpeBoA Ha OPUrMHANHWS JOKYMEHT (en/de) 1 3aToBa He e NoAMnMCcaH.

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23558 Libeck, Germany
Postal address:

23542 Lubeck, Germany
Tel. +49451882-0

Fax +49 45]1882-2080
info@draeger.com
www.draeger.com

Bank details:
Commerzbank AG, Libeck

IBAN: DE95 2304 0022 0014 6795 00

Swift-Code: COBA DE FF 230

Sparkasse zu Libeck
IBAN: DE15 2305 0101 0001 071117
Swift-Code: NOLADE2ISPL

Registered office: Libeck
Commercial register:

Local court Libeck HRB 7903 HL
General partner:

Dragerwerk Verwaltungs AG
Registered office: Libeck
Commercial register:

Local court Libeck HRB 7395 HL
UID-Nr. DE135082211

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for
Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner
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Medical Division
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Head of

Product Area Dedicated

Business Unit Hospital Consumables & Accessories
Medical Division

Nora Roeder
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Wme Ha npoaykTa

KaTeropus Ha ypena

WaterlLock2

Infinity ID WaterLock?2

Medical gas pipeline condensate filter/trap

HanbnHo nnn yactnyHo NpUNoXeHn ctTaHaapTu:

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process
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EN ISO 20417:2021
(ISO 20417:2021)

Medical devices - Information to be supplied by
the manufacturer

EN ISO 80369-1:2018
(ISO 80369-1:2018)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 1: General
requirements

EN ISO 80369-7:2021
(ISO 80369-7:2021)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications

1ISO 18190:2016

Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment

ISTA 3A:2018

Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less
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O6xBaT Ha oLleHKaTa Ha CbOTBeTCTBUe

Homep Ha yacTTa

Mme Ha npoaykTa

OcHoBeH naeHtudukatop UDI-DI

6872130

WaterLock2

0404867512010286K19Z000M9

6872020

Infinity ID WaterLock2

0404867512010286K19Z000M9
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Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23542 Liibeck

Germany

EC Certificate: G10 010578 0039
Valid until: 2030-03-17

Numero de registro unico (SRN):

por la presente declara bajo su exclusiva responsabilidad que

MDR101-028-2605-007-0
2026-05-21

Germany - Liibeck

1/5

DE-MF-000005329

condensate filter/trap

Infinity ID WaterLock2

Nombre del producto Categoria del dispositivo Clase del Cdédigo UMDNS /
dispositivo Cdédigo GMDN /
Codigo EMDN
WaterLock2 Medical gas pipeline lla UMDNS 18-061/

GMDN 61488/
EMDN Z12039080

cumple las siguientes disposiciones:

REGLAMENTO EUROPEO (UE) 2017/745 sobre los productos sanitarios. Se ha efectuado un examen del sistema
de gestion de la calidad siguiendo el anexo IX (capitulos | y Il y seccidn 4) del reglamento del organismo notificado:
TUV Siid Product Service GmbH, Ridlerstrale 65, 80339 Munich, Germany, NB 0123

El sistema de gestion de la calidad también cumple con EN ISO 9001 y EN ISO 13485.

DIRECTIVA 2011/65/UE DEL PARLAMENTO EUROPEQ Y DEL CONSEJO de 8 de junio de 2011 sobre
restricciones a la utilizacion de determinadas sustancias peligrosas en aparatos eléctricos y electronicos

Esta declaracion sera efectiva para los productos puestos en el mercado a partir de la fecha de publicacion.
Cualquier modificacién del dispositivo no autorizada por Dréager invalidara esta declaracion.

Esta es una traduccién del documento original (en/de) y, por lo tanto, no lleva firma.

Dragerwerk AG & Co. KGaA Bank details: Registered office: Libeck
Moislinger Allee 53-55 Commerzbank AG, Libeck Commercial register:

23558 Libeck, Germany IBAN: DE95 2304 0022 0014 6795 00 Local court Libeck HRB 7903 HL
Postal address: Swift-Code: COBA DE FF 230 General partner:

23542 Libeck, Germany Dragerwerk Verwaltungs AG

Tel. +49451882-0 Sparkasse zu Libeck Registered office: LUbeck

Fax +49 451882-2080 IBAN: DE15 2305 0101 0001 071117 Commercial register:
info@draeger.com Swift-Code: NOLADE2ISPL Local court Libeck HRB 7395 HL
www.draeger.com UID-Nr. DE135082211

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for
Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner
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Nombre del producto

Categoria del dispositivo

WaterlLock2

Infinity ID WaterLock?2

Medical gas pipeline condensate filter/trap

Normas aplicadas total o parcialmente:

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process
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EN ISO 20417:2021
(ISO 20417:2021)

Medical devices - Information to be supplied by
the manufacturer

EN ISO 80369-1:2018
(ISO 80369-1:2018)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 1: General
requirements

EN ISO 80369-7:2021
(ISO 80369-7:2021)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications

1ISO 18190:2016

Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment

ISTA 3A:2018

Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less




0123

. Urager

Declaracion UE de conformidad

N.° de documento MDR101-028-2605-007-0
Fecha 2026-05-21

Lugar Germany - Liubeck
Pagina 5/5

Dragerwerk AG & Co. KGaA

Moislinger Allee 53-55
23542 Liibeck
Germany

Alcance de la evaluacion de conformidad

Numero de referencia | Nombre del producto UDI-DI basico
6872130 WaterLock?2 0404867512010286K19Z000M9
6872020 Infinity ID WaterLock2 0404867512010286K19Z2000M9
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Nazev produktu

Kategorie prostfedku

TFida prostfedku

Kéd UMDNS /
Kéd GMDN /
Kéd EMDN

WaterLock2

Medical gas pipeline lla

Infinity ID WaterLock2

condensate filter/trap

UMDNS 18-061/
GMDN 61488/
EMDN Z12039080

spliuje nasledujici ustanoveni:

nafizeni:

NARIZENI EVROPSKEHO PARLAMENTU A RADY (EU) 2017/745 o zdravotnickych prostfedcich. Kontrola
systému managementu kvality byla provedena oznamenym subjektem podle pfilohy IX (kapitol | a 1ll a oddilu 4)

TUV Siid Product Service GmbH, RidlerstraRe 65, 80339 Munich, Germany, NB 0123

Systém managementu kvality splfiuje rovnéz poZadavky norem EN ISO 9001 a EN ISO 13485.

SMERNICE EVROPSKEHO PARLAMENTU A RADY 2011/65/EU ze dne 8. &ervna 2011 o omezeni pouZivani
nékterych nebezpecénych latek v elektrickych a elektronickych zafizenich

Toto prohlaseni nabyva platnosti pro produkty uvedené na trh ke dni vydani. Jakakoli uprava prostredku,
ktera neni schvalena spole¢nosti Drager, toto prohlaseni zneplatni.

Toto je preklad plivodniho dokumentu (en/de), a proto nenese podpis.

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23558 Libeck, Germany
Postal address:

23542 Lubeck, Germany
Tel. +49451882-0

Fax +49 45]1882-2080
info@draeger.com
www.draeger.com

Bank details:

Commerzbank AG, Libeck

IBAN: DE95 2304 0022 0014 6795 00
Swift-Code: COBA DE FF 230

Registered office: Libeck
Commercial register:

Local court Libeck HRB 7903 HL
General partner:

Dragerwerk Verwaltungs AG
Registered office: Libeck
Commercial register:

Local court Libeck HRB 7395 HL
UID-Nr. DE135082211

Sparkasse zu Libeck
IBAN: DE15 2305 0101 0001 071117
Swift-Code: NOLADE2ISPL

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for

Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner
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Head of

Product Area Dedicated

Business Unit Hospital Consumables & Accessories
Medical Division

Nora Roeder
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Nazev produktu

Kategorie prostredku

WaterlLock2

Infinity ID WaterLock?2

Medical gas pipeline condensate filter/trap

Pouzité normy, v celku nebo z ¢asti:

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process
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EN ISO 20417:2021
(ISO 20417:2021)

Medical devices - Information to be supplied by
the manufacturer

EN ISO 80369-1:2018
(ISO 80369-1:2018)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 1: General
requirements

EN ISO 80369-7:2021
(ISO 80369-7:2021)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications

1ISO 18190:2016

Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment

ISTA 3A:2018

Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less
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Rozsah posuzovani shody

Cislo dilu Nazev produktu Zakladni UDI-DI
6872130 WaterLock?2 0404867512010286K19Z000M9
6872020 Infinity ID WaterLock2 0404867512010286K19Z2000M9
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DE-MF-000005329

Infinity ID WaterLock2

condensate filter/trap

Produktnavn Apparatkategori Apparatklasse UMDNS-kode /
GMDN-kode /
EMDN-kode

WaterLock2 Medical gas pipeline lla UMDNS 18-061/

GMDN 61488/
EMDN Z12039080

opfylder felgende bestemmelser:

organ:

EUROP/AISK FORORDNING (EU) 2017/745 om medicinsk udstyr. En undersggelse af kvalitetsstyringssystemet er
blevet foretaget i overensstemmelse med bilag IX (kapitel | og Il og afsnit 4) til forordningen af det bemyndigede

TUV Siid Product Service GmbH, RidlerstraRe 65, 80339 Munich, Germany, NB 0123

Kvalitetsstyringssystemet overholder ligeledes EN ISO 9001 og EN ISO 13485.

EUROPA-PARLAMENTETS OG RADETS DIREKTIV 2011/65/EU af 8. juni 2011 om begraensning af anvendelsen
af visse farlige stoffer i elektrisk og elektronisk udstyr

Denne erklaring galder for produkter, der markedsfores efter udstedelsesdatoen. Ved enhver andring af
udstyret, der ikke er godkendt af Drager, mister denne erkleering sin gyldighed.

Dette er en oversaettelse af det originale dokument (en/de) og er derfor ikke forsynet med en underskrift.

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23558 Libeck, Germany
Postal address:

23542 Lubeck, Germany
Tel. +49451882-0

Fax +49 45]1882-2080
info@draeger.com
www.draeger.com

Bank details:

Commerzbank AG, Libeck
IBAN: DE95 2304 0022 0014 6795 00
Swift-Code: COBA DE FF 230

Sparkasse zu Libeck
IBAN: DE15 2305 0101 0001 071117
Swift-Code: NOLADE2ISPL

Registered office: Libeck
Commercial register:

Local court Libeck HRB 7903 HL
General partner:

Dragerwerk Verwaltungs AG
Registered office: Libeck
Commercial register:

Local court Libeck HRB 7395 HL
UID-Nr. DE135082211

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for
Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner
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Germany
Produktnavn Apparatkategori
WaterLock2 Medical gas pipeline condensate filter/trap

Infinity ID WaterLock?2

Standarder, der anvendes helt eller delvist:

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process
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AN
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QO  Dokumentnr. MDR101-028-2605-007-0
Dato 2026-05-21
Sted Germany - Liibeck
Side 4/5
EN ISO 20417:2021 Medical devices - Information to be supplied by
(ISO 204172021) the manufacturer
EN ISO 80369-1:2018 Small-bore connectors for liquids and gases in
(ISO 80369-1:2018) healthcare applications -- Part 1: General
requirements
EN ISO 80369-7:2021 Small-bore connectors for liquids and gases in
(ISO 80369-7:2021) healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications
1ISO 18190:2016 Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment
ISTA 3A:2018 Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less
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Overensstemmelsesvurderingens omfang

Varenummer Produktnavn Basic UDI-DI
6872130 WaterLock2 0404867512010286K19Z000M9
6872020 Infinity ID WaterLock2 0404867512010286K19Z000M9
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DE-MF-000005329

Infinity ID WaterLock2

condensate filter/trap

Toote nimi Seadme kategooria Seadme klass UMDNS-kood /
GMDN-kood /
EMDN-kood

WaterLock2 Medical gas pipeline lla UMDNS 18-061/

GMDN 61488/
EMDN Z12039080

vastab jargmistele nouetele:

EUROOPA MAARUS (EL) 2017/745 meditsiiniseadmete kohta. Kvaliteedijuhtimise siisteemi on hinnatud teavitatud
asutuses méaaruse IX lisa (peatukid I ja Ill ning jaotis 4) alusel:
TUV Siid Product Service GmbH, Ridlerstrale 65, 80339 Munich, Germany, NB 0123

Kvaliteedikontrolli sisteem vastab ka standarditele EN ISO 9001 ja EN ISO 13485.

EUROOPA PARLAMENDI JA NOUKOGU DIREKTIIV 2011/65/EL, 8. juuni 2011, teatavate ohtlike ainete
kasutamise piiramise kohta elektri- ja elektroonikaseadmetes

Kédesolev deklaratsioon kehtib toodete kohta, mis on turule toodud alates deklaratsiooni viljaandmise
kuupdevast. Deklaratsioon kaotab kehtivuse, kui tootel tehakse muudatusi, mille kohta ei ole Dragerilt

nousolekut saadud.

Tegu on originaaldokumendi (en/de) tolkega ja seetdttu ei ole sellel allkirja.

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23558 Libeck, Germany
Postal address:

23542 Lubeck, Germany
Tel. +49451882-0

Fax +49 45]1882-2080
info@draeger.com
www.draeger.com

Bank details:
Commerzbank AG, Libeck

IBAN: DE95 2304 0022 0014 6795 00

Swift-Code: COBA DE FF 230

Sparkasse zu Libeck
IBAN: DE15 2305 0101 0001 071117
Swift-Code: NOLADE2ISPL

Registered office: Libeck
Commercial register:

Local court Libeck HRB 7903 HL
General partner:

Dragerwerk Verwaltungs AG
Registered office: Libeck
Commercial register:

Local court Libeck HRB 7395 HL
UID-Nr. DE135082211

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for

Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner
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Germany
Toote nimi Seadme kategooria
WaterLock2 Medical gas pipeline condensate filter/trap

Infinity ID WaterLock?2

Osaliselt voi taielikult kohaldatud standardid:

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process
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EN ISO 20417:2021
(ISO 20417:2021)

Medical devices - Information to be supplied by
the manufacturer

EN ISO 80369-1:2018
(ISO 80369-1:2018)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 1: General
requirements

EN ISO 80369-7:2021
(ISO 80369-7:2021)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications

1ISO 18190:2016

Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment

ISTA 3A:2018

Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less
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Vastavushinnangu ulatus

Osa number Toote nimi Peamine UDI-DI
6872130 WaterLock2 0404867512010286K19Z000M9
6872020 Infinity ID WaterLock2 0404867512010286K19Z000M9
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Ovopa 1TpoidvTog Kartnyopia cuokeung KAdon ouokeurg Kwdikog UMDNS /

Kwdikdg GMDN /
Kwdik6g EMDN

WaterLock2 Medical gas pipeline lla
condensate filter/trap

Infinity ID WaterLock2

UMDNS 18-061/
GMDN 61488/
EMDN Z12039080

CUMHOPQ@WVETAI JE TIG aKOAOUOEG SIaTdageig:

atrd TOV KOIVOTTOINUEVO OPYQVIGUO:

EupwTtraikég kavovioudg (EE) 2017/745 tepi 1aTpoTeEXVOAOYIKWYV TTPOIOVTWY. MNpayuatoTrointnke éAeyxog Tou
ouaoTAPATOG diaxeipiong TToIdTNTAG GUN@WVA Pe To TTapdpTtnua IX (ke@dAaia | kai Il kal evéTnTa 4) TOU KAVOVIOUOU

TUV Siid Product Service GmbH, RidlerstraBe 65, 80339 Munich, Germany, NB 0123

To ouoTtnua diaxeipiong ToIdTNTAG CUPPOPPWVETAI TTIONG PE Ta TTPOTUTTA EN ISO 9001 kai EN ISO 13485.

OAHTIA 2011/65/EE TOY EYPQIMAIKOY KOINOBOYAIOY KAI TOY ZYMBOYAIOY Tng 8ng louviou 2011 yia Tov
TTEPIOPIOUO TNG XPONG OPICHEVWV ETTIKIVOUVWY OUCIWYV O€ NAEKTPIKG KAl NAEKTPOVIKO £EOTTAICHO

H rapoloa SAAwaon 10XUEl yid TTPOiGVTA TToU TiBEVTal OTNV ayopd atrd Tnv nuepounvia ékdoong.
OTToI08ATTOTE TPOTTOTTOINCN OTN CUOKEUN Xwpig TNV éykpion Tng Dréager 8a akupwaoel TV Tapouoa dNAwon.

To TTapdV aTTOTEAEI HETAPPACT TOU TTPWTOTUTIOU £yYPAPOU (aTTO Ta ayYAIKA/YEPUAVIKA) Kal yI' auTO TO AOYO BeV QEPEI

oppayida.
Dragerwerk AG & Co. KGaA Bank details: Registered office: Libeck
Moislinger Allee 53-55 Commerzbank AG, Libeck Commercial register:
23558 Libeck, Germany IBAN: DE95 2304 0022 0014 6795 00 Local court Libeck HRB 7903 HL
Postal address: Swift-Code: COBA DE FF 230 General partner:
23542 Libeck, Germany Dragerwerk Verwaltungs AG
Tel. +49451882-0 Sparkasse zu Libeck Registered office: LUbeck
Fax +49 451882-2080 IBAN: DE15 2305 0101 0001 071117 Commercial register:
info@draeger.com Swift-Code: NOLADE2ISPL Local court Libeck HRB 7395 HL
www.draeger.com UID-Nr. DE135082211

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for
Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner
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Ovopa mpoidvTog

Kartnyopia cuokeurg

WaterlLock2

Infinity ID WaterLock?2

Medical gas pipeline condensate filter/trap

MpéTutra TToU e@apudlovtal TTANPWG 1 £V PEPEL:

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process
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EN ISO 20417:2021
(ISO 20417:2021)

Medical devices - Information to be supplied by
the manufacturer

EN ISO 80369-1:2018
(ISO 80369-1:2018)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 1: General
requirements

EN ISO 80369-7:2021
(ISO 80369-7:2021)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications

1ISO 18190:2016

Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment

ISTA 3A:2018

Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less
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condensate filter/trap

Infinity ID WaterLock2

Nom du produit Catégorie de I'appareil Classe de I'appareil | Code UMDNS /
Code GMDN /
Code EMDN

WaterLock2 Medical gas pipeline lla UMDNS 18-061/

GMDN 61488/
EMDN Z12039080

satisfait aux dispositions suivantes :

réglementation suivante par I'organisme natifié :

REGLEMENTATION EUROPEENNE (UE) 2017/745 sur les dispositifs médicaux. Une vérification du systéme de
gestion de la qualité a été réalisée conformément a I'annexe IX (chapitres | et lll, ainsi que section 4) de la

TUV Siid Product Service GmbH, RidlerstraRe 65, 80339 Munich, Germany, NB 0123

Le systéme de gestion de la qualité satisfait également aux normes EN ISO 9001 et EN ISO 13485.

DIRECTIVE 2011/65/UE DU PARLEMENT EUROPEEN ET DU CONSEIL du 8 juin 2011 relative & la limitation de
I'utilisation de certaines substances dangereuses dans les équipements électriques et électroniques

La déclaration s’applique aux produits mis sur le marché a partir de la date de publication. Toute
modification non autorisée par Drager apportée sur I’'appareil rend cette déclaration caduque.

Il s'agit d'une traduction du document original (en/de) et ne porte donc pas de signature.

Dragerwerk AG & Co. KGaA Bank details: Registered office: Libeck
Moislinger Allee 53-55 Commerzbank AG, Libeck Commercial register:

23558 Libeck, Germany IBAN: DE95 2304 0022 0014 6795 00 Local court Libeck HRB 7903 HL
Postal address: Swift-Code: COBA DE FF 230 General partner:

23542 Libeck, Germany Dragerwerk Verwaltungs AG

Tel. +49451882-0 Sparkasse zu Libeck Registered office: LUbeck

Fax +49 451882-2080 IBAN: DE15 2305 0101 0001 071117 Commercial register:
info@draeger.com Swift-Code: NOLADE2ISPL Local court Libeck HRB 7395 HL
www.draeger.com UID-Nr. DE135082211

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for
Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner
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Nom du produit

Catégorie de I’appareil

WaterlLock2

Infinity ID WaterLock?2

Medical gas pipeline condensate filter/trap

Normes appliquées en totalité ou en partie :

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process
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EN ISO 20417:2021
(ISO 20417:2021)

Medical devices - Information to be supplied by
the manufacturer

EN ISO 80369-1:2018
(ISO 80369-1:2018)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 1: General
requirements

EN ISO 80369-7:2021
(ISO 80369-7:2021)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications

1ISO 18190:2016

Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment

ISTA 3A:2018

Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less
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Etendue de I’évaluation de la conformité

Référence de piéce

Nom du produit

IUD-ID de base

6872130

WaterLock2

0404867512010286K19Z000M9

6872020

Infinity ID WaterLock2

0404867512010286K19Z000M9
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Br. dokumenta
Datum

Mjesto
Stranica

Dragerwerk AG & Co. KGaA

Moislinger Allee 53-55
23542 Liibeck
Germany

EC Certificate: G10 010578 0039

Valid until: 2030-03-17

Jedinstveni registracijski broj (SRN):

ovime izjavljuje pod vlastitom odgovornosc¢u da je

Urager

MDR101-028-2605-007-0
2026-05-21

Germany - Liibeck

1/5

DE-MF-000005329

Naziv proizvoda

Kategorija proizvoda

Razred proizvoda

UMDNS kod /
GMDN kod /
EMDN kod

WaterLock2

Medical gas pipeline lla
condensate filter/trap

Infinity ID WaterLock2

UMDNS 18-061/
GMDN 61488/
EMDN Z12039080

sukladan sa sljede¢im odredbama:

UREDBA (EU) 2017/745 o medicinskim proizvodima. Ocjena sustava upravljanja kvalitetom provedena je prema
Prilogu IX. (poglavlju I. i lll. i stavku 4.) uredbe od strane prijavljenog tijela:
TUV Siid Product Service GmbH, Ridlerstrale 65, 80339 Munich, Germany, NB 0123

Sustav upravljanja kvalitetom takoder je sukladan normama EN ISO 9001 i EN ISO 13485.

DIREKTIVA 2011/65/EU EUROPSKOG PARLAMENTA | VIJECA od 8. lipnja 2011. o ogranienju uporabe
odredenih opasnih tvari u elektri€noj i elektroni¢koj opremi

Ova izjava za proizvode stavljene na trziSte stupa na snagu od datuma izdavanja. U slu¢aju bilo kakvih
izmjena proizvoda koje nisu odobrene od strane tvrtke Drager ova izjava gubi svoju valjanost.

Ovo je prijevod izvornog dokumenta (engl./njem.) i stoga ne sadrzi potpis.

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23558 Libeck, Germany
Postal address:

23542 Lubeck, Germany
Tel. +49451882-0

Fax +49 45]1882-2080
info@draeger.com
www.draeger.com

Bank details:

Commerzbank AG, Libeck

IBAN: DE95 2304 0022 0014 6795 00
Swift-Code: COBA DE FF 230

Registered office: Libeck
Commercial register:

Local court Libeck HRB 7903 HL
General partner:

Dragerwerk Verwaltungs AG
Registered office: Libeck
Commercial register:

Local court Libeck HRB 7395 HL
UID-Nr. DE135082211

Sparkasse zu Libeck
IBAN: DE15 2305 0101 0001 071117
Swift-Code: NOLADE2ISPL

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for

Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner
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Naziv proizvoda

Kategorija proizvoda

WaterlLock2

Infinity ID WaterLock?2

Medical gas pipeline condensate filter/trap

Norme primijenjene u cijelosti ili djelomi¢no:

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process
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EN ISO 20417:2021
(ISO 20417:2021)

Medical devices - Information to be supplied by
the manufacturer

EN ISO 80369-1:2018
(ISO 80369-1:2018)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 1: General
requirements

EN ISO 80369-7:2021
(ISO 80369-7:2021)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications

1ISO 18190:2016

Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment

ISTA 3A:2018

Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less
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Opseg ocjene sukladnosti

Broj dijela Naziv proizvoda Osnovni UDI-DI
6872130 WaterLock?2 0404867512010286K19Z000M9
6872020 Infinity ID WaterLock2 0404867512010286K19Z2000M9
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Data

Luogo
Pagina

Dragerwerk AG & Co. KGaA

Moislinger Allee 53-55
23542 Liibeck
Germany

EC Certificate: G10 010578 0039

Valid until: 2030-03-17

Numero di registrazione unico (SRN):

dichiara con la presente sotto la propria responsabilita che

MDR101-028-2605-007-0
2026-05-21

Germany - Liibeck

1/5

DE-MF-000005329

Nome prodotto

Categoria dispositivo Classe dispositivo Codice UMDNS /

Codice GMDN /
Codice EMDN

WaterLock2

Medical gas pipeline lla
condensate filter/trap

Infinity ID WaterLock2

UMDNS 18-061/
GMDN 61488/
EMDN Z12039080

e conforme alle seguenti disposizioni:

notificato:

REGOLAMENTO EUROPEO (UE) 2017/745 relativo ai dispositivi medici. E stata effettuata una verifica del sistema
di gestione della qualita ai sensi dell'allegato 1X (capitoli | e Ill e sezione 4) del regolamento dell’organismo

TUV Siid Product Service GmbH, RidlerstraRe 65, 80339 Munich, Germany, NB 0123

Il sistema di gestione della qualita & altresi conforme alle norme EN ISO 9001 e EN ISO 13485.

DIRETTIVA 2011/65/UE DEL PARLAMENTO EUROPEO E DEL CONSIGLIO dell’8 giugno 2011 sulla restrizione
dell'uso di determinate sostanze pericolose nelle apparecchiature elettriche ed elettroniche

La presente dichiarazione & valevole per i prodotti lanciati sul mercato a partire dalla data di pubblicazione.
Qualsiasi modifica del dispositivo non autorizzata da Drager invalida la presente dichiarazione.

Si tratta di una traduzione del documento originale (en/de) e non porta pertanto una firma.

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23558 Libeck, Germany
Postal address:

23542 Lubeck, Germany
Tel. +49451882-0

Fax +49 45]1882-2080
info@draeger.com
www.draeger.com

Bank details: Registered office: Libeck
Commerzbank AG, Libeck Commercial register:
IBAN: DE95 2304 0022 0014 6795 00 Local court Libeck HRB 7903 HL
Swift-Code: COBA DE FF 230 General partner:

Dragerwerk Verwaltungs AG
Sparkasse zu Libeck Registered office: Libeck
IBAN: DE15 2305 0101 0001 071117 Commercial register:
Swift-Code: NOLADE2ISPL Local court Libeck HRB 7395 HL

UID-Nr. DE135082211

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for
Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner
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Nome prodotto

Categoria dispositivo

WaterlLock2

Infinity ID WaterLock?2

Medical gas pipeline condensate filter/trap

Standard applicati integralmente o parzialmente:

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process
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EN ISO 20417:2021
(ISO 20417:2021)

Medical devices - Information to be supplied by
the manufacturer

EN ISO 80369-1:2018
(ISO 80369-1:2018)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 1: General
requirements

EN ISO 80369-7:2021
(ISO 80369-7:2021)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications

1ISO 18190:2016

Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment

ISTA 3A:2018

Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less
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Estensione della valutazione di conformita

Numero d’ordine

Nome prodotto

UDI-DI di base

6872130

WaterLock2

0404867512010286K19Z000M9

6872020

Infinity ID WaterLock2

0404867512010286K19Z000M9
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DE-MF-000005329

Infinity ID WaterLock2

condensate filter/trap

Izstradadjuma nosaukums lerices kategorija lerices klase UMDNS kods /
GMDN kods /
EMDN kods

WaterLock2 Medical gas pipeline lla UMDNS 18-061/

GMDN 61488/
EMDN Z12039080

atbilst Sadiem noteikumiem:

EIROPAS REGULA (ES) 2017/745 par medicinas iericém. Kvalitates vadibas sistémas parbaudi veikusi pilnvarota
iestade saskana ar regulas IX. pielikumu (nodalas I un Ill, 4. sadala):
TUV Siid Product Service GmbH, Ridlerstrafe 65, 80339 Munich, Germany, NB 0123

Kvalitates vadibas sistéma atbilst art EN ISO 9001 un EN ISO 13485.

EIROPAS PARLAMENTA UN PADOMES DIREKTIVA 2011/65/ES (2011. gada 8. junijs) par daZzu bistamu vielu
izmantoSanas ierobezoS$anu elektriskas un elektroniskas iekartas

81 deklaracija ir spéka izstradajumiem, kas laisti tirgi no izdosanas datuma. Jebkadi ierices parveidojumi,
kurus nav atlavis Drager, padaris So deklaraciju par spéka neesosu.

Sis ir originala dokumenta (en/de) tulkojums, tadé| uz ta nav paraksta.

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23558 Libeck, Germany
Postal address:

23542 Lubeck, Germany
Tel. +49451882-0

Fax +49 45]1882-2080
info@draeger.com
www.draeger.com

Bank details:

Commerzbank AG, Libeck
IBAN: DE95 2304 0022 0014 6795 00
Swift-Code: COBA DE FF 230

Sparkasse zu Libeck
IBAN: DE15 2305 0101 0001 071117
Swift-Code: NOLADE2ISPL

Registered office: Libeck
Commercial register:

Local court Libeck HRB 7903 HL
General partner:

Dragerwerk Verwaltungs AG
Registered office: Libeck
Commercial register:

Local court Libeck HRB 7395 HL
UID-Nr. DE135082211

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for
Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner
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Izstradajuma nosaukums

lerices kategorija

WaterlLock2

Infinity ID WaterLock?2

Medical gas pipeline condensate filter/trap

Pilntba vai dal&ji piemérotie standarti:

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process
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EN ISO 20417:2021
(ISO 20417:2021)

Medical devices - Information to be supplied by
the manufacturer

EN ISO 80369-1:2018
(ISO 80369-1:2018)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 1: General
requirements

EN ISO 80369-7:2021
(ISO 80369-7:2021)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications

1ISO 18190:2016

Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment

ISTA 3A:2018

Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less
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Atbilstibas novértésanas pagarinajums

Dalas numurs

Izstradajuma nosaukums

Pamata UDI-DI

6872130

WaterLock2

0404867512010286K19Z000M9

6872020

Infinity ID WaterLock2

0404867512010286K19Z000M9
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DE-MF-000005329

Prietaiso pavadinimas

Prietaiso kategorija

Prietaiso klasé

UMDNS kodas /
GMDN kodas /
EMDN kodas

WaterLock2

Infinity ID WaterLock2

Medical gas pipeline lla
condensate filter/trap

UMDNS 18-061/
GMDN 61488/
EMDN Z12039080

atitinka Sias nuostatas:

EUROPOS PARLAMENTO IR TARYBOS REGLAMENTA (ES) 2017/745 dél medicinos prietaisy. Notifikuotoji
jstaiga, atlikusi kokybés valdymo sistemos patikrinimg pagal reglamento IX priedg (I ir Ill skyrius bei 4 skirsnj):
TUV Siid Product Service GmbH, Ridlerstrafe 65, 80339 Munich, Germany, NB 0123

Kokybés valdymo sistema taip pat atitinka EN ISO 9001 ir EN ISO 13485 standartus.

EUROPOS PARLAMENTO IR TARYBOS DIREKTYVA 2011/65/ES 2011 m. birzelio 8 d. dél tam tikry pavojingy
medziagy naudojimo elektros ir elektroninéje jrangoje apribojimo

Si deklaracija taikoma prietaisams, pateiktiems j rinka jy i$leidimo diena. Atlikus neleistinus ,,Drager®

prietaiso keitimus, Si deklaracija taps negaliojanti.

Tai yra originalaus dokumento vertimas (i$ angly / vokieciy k.), todél nereikia paraso.

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23558 Libeck, Germany
Postal address:

23542 Lubeck, Germany
Tel. +49451882-0

Fax +49 45]1882-2080
info@draeger.com
www.draeger.com

Bank details:
Commerzbank AG, Libeck

IBAN: DE95 2304 0022 0014 6795 00

Swift-Code: COBA DE FF 230

Sparkasse zu Libeck
IBAN: DE15 2305 0101 0001 071117
Swift-Code: NOLADE2ISPL

Registered office: Libeck
Commercial register:

Local court Libeck HRB 7903 HL
General partner:

Dragerwerk Verwaltungs AG
Registered office: Libeck
Commercial register:

Local court Libeck HRB 7395 HL
UID-Nr. DE135082211

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for
Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner
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Prietaiso pavadinimas

Prietaiso kategorija

WaterlLock2

Infinity ID WaterLock?2

Medical gas pipeline condensate filter/trap

IS dalies ar visa apimtimi taikyti standartai:

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process
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EN ISO 20417:2021
(ISO 20417:2021)

Medical devices - Information to be supplied by
the manufacturer

EN ISO 80369-1:2018
(ISO 80369-1:2018)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 1: General
requirements

EN ISO 80369-7:2021
(ISO 80369-7:2021)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications

1ISO 18190:2016

Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment

ISTA 3A:2018

Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less
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ISsami informacija apie atitikties vertinima

Prekés kodas

Prietaiso pavadinimas

Pagrindinis UDI-DI

6872130

WaterLock2

0404867512010286K19Z000M9

6872020

Infinity ID WaterLock2

0404867512010286K19Z000M9




0123

hu

EU megfeleléségi nyilatkozat
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DE-MF-000005329

Termék neve

Készllékkategoria

Készllékosztaly

UMDNS-kaod /
GMDN-kod /
EMDN-kod

WaterLock2

Infinity ID WaterLock2

Medical gas pipeline lla
condensate filter/trap

UMDNS 18-061/
GMDN 61488/
EMDN Z12039080

megfelel a kovetkezo rendelkezéseknek:

AZ EUROPAI PARLAMENT ES A TANACS (EU) 2017/745 RENDELETE az orvostechnikai eszkézokrél. A
minéseégiranyitasi rendszer vizsgalatat a bejelentett szervezet az iranyelv IX. melléklete (az I. és Ill. fejezet és a 4.
szakasz) szerint végezte:

TUV Siid Product Service GmbH, RidlerstraRe 65, 80339 Munich, Germany, NB 0123

A mindségiranyitasi rendszer megfelel tovabbé az EN ISO 9001 és az EN ISO 13485 szabvanyoknak is.

AZ EUROPAI PARLAMENT ES A TANACS 2011/65/EU IRANYELVE (2011. junius 8.) egyes veszélyes anyagok
elektromos és elektronikus berendezésekben vald alkalmazasanak korlatozasarol

Ez a nyilatkozat a kiallitasat kovet6en forgalomba hozott termékekre érvényes. A késziiléken végzett
barmilyen, a Drager altal nem engedélyezett médositas érvényteleniti a nyilatkozatot.

Ez az eredeti dokumentum (en/de) forditasa, és ezért nem szerepel rajta alairas.

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23558 Libeck, Germany
Postal address:

23542 Lubeck, Germany
Tel. +49451882-0

Fax +49 45]1882-2080
info@draeger.com
www.draeger.com

Bank details:
Commerzbank AG, Libeck

IBAN: DE95 2304 0022 0014 6795 00

Swift-Code: COBA DE FF 230

Sparkasse zu Libeck
IBAN: DE15 2305 0101 0001 071117
Swift-Code: NOLADE2ISPL

Registered office: Libeck
Commercial register:

Local court Libeck HRB 7903 HL
General partner:

Dragerwerk Verwaltungs AG
Registered office: Libeck
Commercial register:

Local court Libeck HRB 7395 HL
UID-Nr. DE135082211

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for

Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner
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Termék neve

Késziilékkategoria

WaterlLock2

Infinity ID WaterLock?2

Medical gas pipeline condensate filter/trap

Teljesen vagy részben alkalmazott szabvanyok:

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process
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EN ISO 20417:2021
(ISO 20417:2021)

Medical devices - Information to be supplied by
the manufacturer

EN ISO 80369-1:2018
(ISO 80369-1:2018)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 1: General
requirements

EN ISO 80369-7:2021
(ISO 80369-7:2021)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications

1ISO 18190:2016

Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment

ISTA 3A:2018

Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less
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A medfelel6ségértékelés meghosszabbitasa

Cikkszam Termék neve Alapveté UDI-DI
6872130 WaterLock?2 0404867512010286K19Z000M9
6872020 Infinity ID WaterLock2 0404867512010286K19Z2000M9
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Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23542 Liibeck

Germany

EC Certificate: G10 010578 0039
Valid until: 2030-03-17

Enkelvoudig registratienummer (SRN): DE-MF-000005329

verklaart hierbij onder haar volledige eigen verantwoordelijkheid dat

Productnaam Apparaatcategorie Apparaatklasse UMDNS-code /
GMDN-code /
EMDN-code

WaterLock2 Medical gas pipeline lla UMDNS 18-061/

GMDN 61488/
EMDN Z12039080

condensate filter/trap
Infinity ID WaterLock2

voldoet aan de volgende bepalingen:

EUROPESE VERORDENING (EU) 2017/745 voor medische hulpmiddelen. De aangemelde instantie heeft het
kwaliteitsborgingssysteem onderzocht overeenkomstig Bijlage IX (hoofdstukken | en Il en deel 4) van de
verordening:

TUV Siid Product Service GmbH, RidlerstraRe 65, 80339 Munich, Germany, NB 0123

Het kwaliteitsmanagementsysteem voldoet ook aan EN ISO 9001 en EN ISO 13485.

RICHTLIJN 2011/65/EU VAN HET EUROPEES PARLEMENT EN DE RAAD van 8 juni 2011 betreffende beperking
van het gebruik van bepaalde gevaarlijke stoffen in elektrische en elektronische apparatuur.

Deze verklaring geldt voor producten die op de markt zijn gebracht vanaf de datum van afgifte. Elke
modificatie van het product waarvoor Drager geen toestemming heeft gegeven, maakt deze verklaring
ongeldig.

Dit is een vertaling van het originele document en benodigt derhalve geen ondertekening.

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23558 Libeck, Germany
Postal address:

23542 Lubeck, Germany
Tel. +49451882-0

Fax +49 45]1882-2080
info@draeger.com
www.draeger.com

Bank details:
Commerzbank AG, Libeck

IBAN: DE95 2304 0022 0014 6795 00

Swift-Code: COBA DE FF 230

Sparkasse zu Libeck
IBAN: DE15 2305 0101 0001 071117
Swift-Code: NOLADE2ISPL

Registered office: Libeck
Commercial register:

Local court Libeck HRB 7903 HL
General partner:

Dragerwerk Verwaltungs AG
Registered office: Libeck
Commercial register:

Local court Libeck HRB 7395 HL
UID-Nr. DE135082211

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for
Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner
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Germany
Productnaam Apparaatcategorie
WaterLock2 Medical gas pipeline condensate filter/trap

Infinity ID WaterLock?2

Volledig of gedeeltelijk toegepaste normen:

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process
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EN ISO 20417:2021
(ISO 20417:2021)

Medical devices - Information to be supplied by
the manufacturer

EN ISO 80369-1:2018
(ISO 80369-1:2018)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 1: General
requirements

EN ISO 80369-7:2021
(ISO 80369-7:2021)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications

1ISO 18190:2016

Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment

ISTA 3A:2018

Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less
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Reikwijdte van conformiteitsbeoordeling

Onderdeelnummer Productnaam Basis UDI-DI
6872130 WaterLock2 0404867512010286K19Z000M9
6872020 Infinity ID WaterLock2 0404867512010286K19Z000M9
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Dragerwerk AG & Co. KGaA

Moislinger Allee 53-55
23542 Liibeck
Germany

EC Certificate: G10 010578 0039

Valid until: 2030-03-17

Pojedynczy numer rejestracyjny (SRN):
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Nazwa produktu

Kategoria urzgdzenia

Klasa urzgdzenia

Kod UMDNS /
Kod GMDN /
Kod EMDN

WaterLock2

Infinity ID WaterLock2

Medical gas pipeline lla
condensate filter/trap

UMDNS 18-061/
GMDN 61488/
EMDN Z12039080

spetnia wymogi nastepujacych przepisow:

ROZPORZADZENIE PARLAMENTU EUROPEJSKIEGO | RADY (EU) 2017/745 w sprawie wyrobow medycznych.
Zostato przeprowadzone badanie systemu zarzadzania jakoscig zgodnie z Zatgcznikiem IX (rozdziaty | i lll, sekcja
4) Rozporzadzenia przez jednostke notyfikowana:
TOV Siid Product Service GmbH, RidlerstraRe 65, 80339 Munich, Germany, NB 0123

System zarzgdzania jakoscig spetnia tez normy EN ISO 9001 i EN ISO 13485.

DYREKTYWA PARLAMENTU EUROPEJSKIEGO | RADY 2011/65/UE z dnia 8 czerwca 2011 r. w sprawie
ograniczenia stosowania niektorych niebezpiecznych substancji w sprzecie elektrycznym i elektronicznym

Niniejsza deklaracja dotyczy produktéw wprowadzonych na rynek wg daty wydania. Wszelkie modyfikacje
urzadzenia niezatwierdzone przez Drager spowodujg utrate waznosci niniejszej deklaracji.

Jest to ttumaczenie oryginalnego dokumentu i dlatego nie jest opatrzone podpisem.

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23558 Libeck, Germany
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23542 Lubeck, Germany
Tel. +49451882-0
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IBAN: DE95 2304 0022 0014 6795 00
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Swift-Code: NOLADE2ISPL

Registered office: Libeck
Commercial register:

Local court Libeck HRB 7903 HL
General partner:

Dragerwerk Verwaltungs AG
Registered office: Libeck
Commercial register:

Local court Libeck HRB 7395 HL
UID-Nr. DE135082211

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for

Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
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Anton Schrofner
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Nazwa produktu

Kategoria urzadzenia

WaterlLock2

Infinity ID WaterLock?2

Medical gas pipeline condensate filter/trap

Zastosowane normy (w catosci lub w czesci):

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process
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Urager
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Data 2026-05-21
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EN ISO 20417:2021
(ISO 20417:2021)

Medical devices - Information to be supplied by
the manufacturer

EN ISO 80369-1:2018
(ISO 80369-1:2018)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 1: General
requirements

EN ISO 80369-7:2021
(ISO 80369-7:2021)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications

1ISO 18190:2016

Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment

ISTA 3A:2018

Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less
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Zakres oceny zgodnosci

Numer czesci

Nazwa produktu

Basic UDI-DI

6872130

WaterLock2

0404867512010286K19Z000M9

6872020

Infinity ID WaterLock2

0404867512010286K19Z000M9
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N°. do documento
Data
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Dragerwerk AG & Co. KGaA

Moislinger Allee 53-55
23542 Liibeck
Germany

EC Certificate: G10 010578 0039

Valid until: 2030-03-17

O numero de registro unico (SRN):

declara, sob exclusiva responsabilidade, que

MDR101-028-2605-007-0
2026-05-21

Germany - Liibeck

1/5

DE-MF-000005329

Nome do produto

Classe do
equipamento

Categoria do equipamento

Cédigo UMDNS /
Cédigo GMDN /
Cédigo EMDN

WaterLock2

Medical gas pipeline lla
condensate filter/trap

Infinity ID WaterLock2

UMDNS 18-061/
GMDN 61488/
EMDN Z12039080

esta em conformidade com as seguintes disposicoes:

REGULAMENTO (UE) 2017/745 relativo aos dispositivos médicos. Um exame do sistema de gerenciamento de
qualidade foi realizado seguindo o Anexo IX (Capitulos | e Ill e a seg&o 4) do regulamento pelo Org&o notificado:
TUV Siid Product Service GmbH, Ridlerstrale 65, 80339 Munich, Germany, NB 0123

O sistema de gerenciamento de qualidade também estéd em conformidade com a EN ISO 9001 e a EN I1SO 13485.

DIRETIVA 2011/65/UE DO PARLAMENTO EUROPEU E DO CONSELHO de 8 de junho de 2011 relativa a
restricdo do uso de determinadas substancias perigosas em equipamentos elétricos e eletrénicos

Esta declaracao é valida para produtos colocados no mercado a partir da data de emissao. Quaisquer
modificagdes no equipamento nao autorizadas pela Drager invalidardo esta declaragao.

Este documento é uma tradugdo do documento original (en/de) e, portanto, ndo precisa ser assinado.

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23558 Libeck, Germany
Postal address:

23542 Lubeck, Germany
Tel. +49451882-0

Fax +49 45]1882-2080
info@draeger.com
www.draeger.com

Bank details:

Commerzbank AG, Libeck

IBAN: DE95 2304 0022 0014 6795 00
Swift-Code: COBA DE FF 230

Registered office: Libeck
Commercial register:

Local court Libeck HRB 7903 HL
General partner:

Dragerwerk Verwaltungs AG
Registered office: Libeck
Commercial register:

Local court Libeck HRB 7395 HL
UID-Nr. DE135082211

Sparkasse zu Libeck
IBAN: DE15 2305 0101 0001 071117
Swift-Code: NOLADE2ISPL

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for

Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner




pt

0123

N°. do documento
Data

Local

Pagina

Director

Quality & Regulatory Affairs

Business Unit Hospital Consumables & Accessories
Medical Division

Timo Harms

Urager

Declaracao de conformidade da UE

MDR101-028-2605-007-0
2026-05-21

Germany - Liibeck

2/5

Head of

Product Area Dedicated

Business Unit Hospital Consumables & Accessories
Medical Division

Nora Roeder



pt

N°. do documento
Data

Local

Pagina

0123

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23542 Liibeck

Germany

Urager

Declaracao de conformidade da UE

MDR101-028-2605-007-0
2026-05-21

Germany - Libeck

3/5

Nome do produto

Categoria do equipamento

WaterlLock2

Infinity ID WaterLock?2

Medical gas pipeline condensate filter/trap

Normas aplicadas total ou parcialmente:

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process
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EN ISO 20417:2021
(ISO 20417:2021)

Medical devices - Information to be supplied by
the manufacturer

EN ISO 80369-1:2018
(ISO 80369-1:2018)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 1: General
requirements

EN ISO 80369-7:2021
(ISO 80369-7:2021)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications

1ISO 18190:2016

Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment

ISTA 3A:2018

Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less
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Extensao da avaliagao de conformidade

Numero da peca

Nome do produto

UDI-DI basico

6872130

WaterLock2

0404867512010286K19Z000M9

6872020

Infinity ID WaterLock2

0404867512010286K19Z000M9
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Nr. document
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Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23542 Liibeck

Germany

EC Certificate: G10 010578 0039
Valid until: 2030-03-17

Numar unic de Tnregistrare (SRN):

declara prin prezenta pe proprie raspundere ca

Urager

MDR101-028-2605-007-0
2026-05-21

Germany - Liibeck
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DE-MF-000005329

condensate filter/trap

Infinity ID WaterLock2

Numele produsului Categoria dispozitivului Clasa dispozitivului | Codul UMDNS /
Codul GMDN /
Codul EMDN

WaterLock2 Medical gas pipeline lla UMDNS 18-061/

GMDN 61488/
EMDN Z12039080

indeplineste urmatoarele cerinte:

REGULAMENTUL (UE) 2017/745 privind dispozitivele medicale. O analiza a sistemului de management al calitatji a
fost efectuata conform Anexei IX (capitolele | si lll si sectiunea 4) a reglementarii Organismului notificat:
TUV Siid Product Service GmbH, Ridlerstrafe 65, 80339 Munich, Germany, NB 0123

13485.

Sistemul de management al calitatii indeplineste de asemenea cerintele standardelor EN 1ISO 9001 si EN ISO

DIRECTIVA 2011/65/UE A PARLAMENTULUI EUROPEAN SI A CONSILIULUI din 8 iunie 2011 privind restrictiile
de utilizare a anumitor substante periculoase in echipamentele electrice si electronice

Aceasta declaratie are efect pentru produsele puse pe piata incepand cu data emiterii. Orice modificare a

dispozitivului neautorizata de Drager va anula aceasta declaratie.

Aceasta este o traducere a documentului original (en/de) si din aceasta cauza nu necesita o semnatura.

Dragerwerk AG & Co. KGaA Bank details: Registered office: Libeck
Moislinger Allee 53-55 Commerzbank AG, Libeck Commercial register:

23558 Libeck, Germany IBAN: DE95 2304 0022 0014 6795 00 Local court Libeck HRB 7903 HL
Postal address: Swift-Code: COBA DE FF 230 General partner:

23542 Libeck, Germany Dragerwerk Verwaltungs AG

Tel. +49451882-0 Sparkasse zu Libeck Registered office: LUbeck

Fax +49 451882-2080 IBAN: DE15 2305 0101 0001 071117 Commercial register:
info@draeger.com Swift-Code: NOLADE2ISPL Local court Libeck HRB 7395 HL
www.draeger.com UID-Nr. DE135082211

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for
Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner
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Numele produsului

Categoria dispozitivului

WaterlLock2

Infinity ID WaterLock?2

Medical gas pipeline condensate filter/trap

Standarde aplicate in totalitate sau partial:

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process
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o Urager

Declaratie de conformitate UE

Nr. document MDR101-028-2605-007-0
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EN ISO 20417:2021
(ISO 20417:2021)

Medical devices - Information to be supplied by
the manufacturer

EN ISO 80369-1:2018
(ISO 80369-1:2018)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 1: General
requirements

EN ISO 80369-7:2021
(ISO 80369-7:2021)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications

1ISO 18190:2016

Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment

ISTA 3A:2018

Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less
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Evaluarea extinsa a conformitatii

Cod articol Numele produsului UDI-DI de baza
6872130 WaterLock?2 0404867512010286K19Z000M9
6872020 Infinity ID WaterLock2 0404867512010286K19Z2000M9
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Dokument €. MDR101-028-2605-007-0
Datum 2026-05-21

Miesto Germany - Liibeck
Strana 1/5

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23542 Liibeck

Germany

EC Certificate: G10 010578 0039
Valid until: 2030-03-17

Jedineéné registracné Cislo (SRN): DE-MF-000005329

tymto na vlastna zodpovednost’ vyhlasuje, ze

Kéd UMDNS /
Kéd GMDN /
Kéd EMDN

Nazov vyrobku Kategoria zariadenia Trieda zariadenia

UMDNS 18-061/
GMDN 61488/
EMDN Z12039080

WaterLock2 Medical gas pipeline lla

condensate filter/trap

Infinity ID WaterLock2

spifa nasledujtce nariadenia:

EUROPSKE NARIADENIE (EU) 2017/745 o zdravotnickych poméckach. Preskimanie systému riadenia kvality bolo
vykonané notifikovanym organom podfa prilohy IX (kapitoly I a Il a oddielu 4) nariadenia:
TUV Siid Product Service GmbH, Ridlerstrale 65, 80339 Munich, Germany, NB 0123

Systém riadenia kvality tieZ spifia normy STN EN ISO 9001 a STN EN ISO 13485.

SMERNICA EUROPSKEHO PARLAMENTU A RADY 2011/65/EU z 8. juna 2011 o obmedzeni pouZivania uréitych
nebezpecnych latok v elektrickych a elektronickych zariadeniach

Toto vyhlasenie pre vyrobky uvedené na trh nadobtda platnost’ dhiom vydania. Akékolvek zmeny zariadenia,
ktoré neschvalila spolo€nost’ Drager, vedu k strate platnosti tohto vyhlasenia.

Toto je preklad pévodného dokumentu (en/de) a preto na filom nie je uvedeny podpis.

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23558 Libeck, Germany
Postal address:

23542 Lubeck, Germany
Tel. +49451882-0

Fax +49 45]1882-2080
info@draeger.com
www.draeger.com

Bank details:
Commerzbank AG, Libeck

IBAN: DE95 2304 0022 0014 6795 00

Swift-Code: COBA DE FF 230

Sparkasse zu Libeck
IBAN: DE15 2305 0101 0001 071117
Swift-Code: NOLADE2ISPL

Registered office: Libeck
Commercial register:

Local court Libeck HRB 7903 HL
General partner:

Dragerwerk Verwaltungs AG
Registered office: Libeck
Commercial register:

Local court Libeck HRB 7395 HL
UID-Nr. DE135082211

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for
Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner
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Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23542 Liibeck

Germany

Nazov vyrobku

Kategodria zariadenia

WaterlLock2

Infinity ID WaterLock?2

Medical gas pipeline condensate filter/trap

Pouzité normy v uplnom alebo v &iasto€nom zneni:

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process




sk

EU vyhlasenie o zhode

Urager

AN
~—
O  Dokumenté. MDR101-028-2605-007-0
Datum 2026-05-21
Miesto Germany - Liubeck
Strana 4/5
EN ISO 20417:2021 Medical devices - Information to be supplied by
(ISO 204172021) the manufacturer
EN ISO 80369-1:2018 Small-bore connectors for liquids and gases in
(ISO 80369-1:2018) healthcare applications -- Part 1: General
requirements
EN ISO 80369-7:2021 Small-bore connectors for liquids and gases in
(ISO 80369-7:2021) healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications
1ISO 18190:2016 Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment
ISTA 3A:2018 Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less
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Rozsah posudenia zhody

Objednavacie Cislo

Nazov vyrobku

Zéakladné UDI-DI

6872130

WaterLock2

0404867512010286K19Z000M9

6872020

Infinity ID WaterLock2

0404867512010286K19Z000M9
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St. dokumenta MDR101-028-2605-007-0

Datum 2026-05-21
Kraj Germany - Liibeck
Stran 1/5

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23542 Liibeck

Germany

EC Certificate: G10 010578 0039
Valid until: 2030-03-17

Enotna registrska Stevilka (SRN): DE-MF-000005329

izjavlja z vso odgovornostjo, da

Ime izdelka Kategorija naprave Razred naprave Koda UMDNS /
Koda GMDN /
Koda EMDN

WaterLock2 Medical gas pipeline lla UMDNS 18-061/

GMDN 61488/
EMDN Z12039080

condensate filter/trap
Infinity ID WaterLock2

izpolnjuje naslednje dolocbe:

EVROPSKA UREDBA (EU) 2017/745 o medicinskih pripomockih. Sistem upravljanja kakovosti je na podlagi Priloge
IX (poglavji I'in Il in razdelek 4) uredbe preveril priglaseni organ:
TUV Siid Product Service GmbH, Ridlerstrale 65, 80339 Munich, Germany, NB 0123

Sistem upravljanja kakovosti je skladen tudi z EN ISO 9001 in EN ISO 13485.

DIREKTIVA 2011/65/EU EVROPSKEGA PARLAMENTA IN SVETA z dne 8. junija 2011 o omejevanju uporabe
nekaterih nevarnih snovi v elektri¢ni in elektronski opremi

Ta izjava velja za izdelke, na trg dane z datumom izdaje. Vsaka sprememba naprave brez soglasja druzbe
Dréager razveljavi to izjavo.

To je prevod originalnega dokumenta (en/de) in zato ni podpisan.

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23558 Libeck, Germany
Postal address:

23542 Lubeck, Germany
Tel. +49451882-0

Fax +49 45]1882-2080
info@draeger.com
www.draeger.com
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Commerzbank AG, Libeck

IBAN: DE95 2304 0022 0014 6795 00

Swift-Code: COBA DE FF 230

Sparkasse zu Libeck
IBAN: DE15 2305 0101 0001 071117
Swift-Code: NOLADE2ISPL

Registered office: Libeck
Commercial register:

Local court Libeck HRB 7903 HL
General partner:

Dragerwerk Verwaltungs AG
Registered office: Libeck
Commercial register:

Local court Libeck HRB 7395 HL
UID-Nr. DE135082211

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for
Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch
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Anton Schrofner
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Germany
Ime izdelka Kategorija naprave
WaterLock2 Medical gas pipeline condensate filter/trap

Infinity ID WaterLock?2

V celoti ali deloma uporabljeni standardi:

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process
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EN ISO 20417:2021
(ISO 20417:2021)

Medical devices - Information to be supplied by
the manufacturer

EN ISO 80369-1:2018
(ISO 80369-1:2018)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 1: General
requirements

EN ISO 80369-7:2021
(ISO 80369-7:2021)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications

1ISO 18190:2016

Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment

ISTA 3A:2018

Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less
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Obseg ugotavljanja skladnosti

KataloSka Stevilka Ime izdelka Basic UDI-DI
6872130 WaterLock2 0404867512010286K19Z000M9
6872020 Infinity ID WaterLock2 0404867512010286K19Z000M9
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DE-MF-000005329

Infinity ID WaterLock2

condensate filter/trap

Tuotenimi Laitteen luokitus Laiteluokka UMDNS-koodi /
GMDN-koodi /
EMDN-koodi

WaterLock2 Medical gas pipeline lla UMDNS 18-061/

GMDN 61488/
EMDN Z12039080

tayttda seuraavat vaatimukset:

EUROOPAN PARLAMENTIN JA NEUVOSTON ASETUS (EU) 2017/745 laakinnallisista laitteista. Laatujarjestelman
on tarkastanut asetuksen liitettad IX (I ja Ill luvun 4 kohtaa) noudattaen seuraava ilmoitettu laitos:
TUV Siid Product Service GmbH, Ridlerstrale 65, 80339 Munich, Germany, NB 0123

Laatujérjestelma tayttaa liséksi standardien EN ISO 9001 ja EN ISO 13485 vaatimukset.

EUROOPAN PARLAMENTIN JA NEUVOSTON DIREKTIIVI 2011/65/EU, annettu 8 paivana kesakuuta 2011,
tiettyjen vaarallisten aineiden kayton rajoittamisesta sahké- ja elektroniikkalaitteissa

Tata vakuutusta sovelletaan tuotteisiin, jotka on saatettu markkinoille antamispaivasta alkaen. Laitteeseen

tehtavat muutokset, joita Drager ei ole hyvaksynyt, mitatoivat tdaman vakuutuksen.

Tama on alkuperaisen (saksan-/englanninkielisen) asiakirjan kaannds, eika siina siksi ole allekirjoitusta.

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23558 Libeck, Germany
Postal address:

23542 Lubeck, Germany
Tel. +49451882-0

Fax +49 45]1882-2080
info@draeger.com
www.draeger.com

Bank details:
Commerzbank AG, Libeck

IBAN: DE95 2304 0022 0014 6795 00

Swift-Code: COBA DE FF 230

Sparkasse zu Libeck
IBAN: DE15 2305 0101 0001 071117
Swift-Code: NOLADE2ISPL

Registered office: Libeck
Commercial register:

Local court Libeck HRB 7903 HL
General partner:

Dragerwerk Verwaltungs AG
Registered office: Libeck
Commercial register:

Local court Libeck HRB 7395 HL
UID-Nr. DE135082211

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for
Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner
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Head of
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Business Unit Hospital Consumables & Accessories
Medical Division

Nora Roeder
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Germany
Tuotenimi Laitteen luokitus
WaterLock2 Medical gas pipeline condensate filter/trap

Infinity ID WaterLock?2

Kokonaan tai osittain sovellettavat standardit:

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process
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EN ISO 20417:2021
(ISO 20417:2021)

Medical devices - Information to be supplied by
the manufacturer

EN ISO 80369-1:2018
(ISO 80369-1:2018)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 1: General
requirements

EN ISO 80369-7:2021
(ISO 80369-7:2021)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications

1ISO 18190:2016

Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment

ISTA 3A:2018

Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less
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Vaatimustenmukaisuuden arvioinnin laajuus

Osanumero Tuotenimi Yksil6llinen UDI-DI
6872130 WaterLock2 0404867512010286K19Z000M9
6872020 Infinity ID WaterLock2 0404867512010286K19Z000M9
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Dragerwerk AG & Co. KGaA

Moislinger Allee 53-55
23542 Liibeck
Germany

EC Certificate: G10 010578 0039

Valid until: 2030-03-17

Enkelt registreringsnummer (SRN):

forklarar harmed under sitt eget ansvar att
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DE-MF-000005329

Infinity ID WaterLock2

condensate filter/trap

Produktnamn Enhetskategori Enhetsklass UMDNS-kod /
GMDN-kod /
EMDN-kod

WaterLock2 Medical gas pipeline lla UMDNS 18-061/

GMDN 61488/
EMDN Z12039080

uppfyller foljande bestammelser:

organet:

EUROPEISKA FORORDNINGEN (EU) 2017/745 om medicintekniska produkter. En undersékning av
kvalitetshanteringssystemet har utforts enligt bilaga IX (kapitel | och 11l och avsnitt 4) till férordningen av det anmalda

TUV Siid Product Service GmbH, RidlerstraBe 65, 80339 Munich, Germany, NB 0123

Kvalitetshanteringssystemet uppfyller &ven EN ISO 9001 och EN ISO 13485.

EUROPAPARLAMENTETS OCH RADETS DIREKTIV 2011/65/EU av den 8 juni 2011 om begrénsning av
anvandning av vissa farliga @mnen i elektrisk och elektronisk utrustning

Denna forsakran géller for produkter som slapps ut pa marknaden fran och med utgivningsdatum. Alla

andringar av enheten som inte godkéants av Drager ogiltiggor denna forsakran.

Detta ar en dversattning av originaldokument (en/de) och darfér har det inte nagon signatur.

Dragerwerk AG & Co. KGaA
Moislinger Allee 53-55
23558 Libeck, Germany
Postal address:

23542 Lubeck, Germany
Tel. +49451882-0

Fax +49 45]1882-2080
info@draeger.com
www.draeger.com

Bank details:

Commerzbank AG, Libeck

IBAN: DE95 2304 0022 0014 6795 00
Swift-Code: COBA DE FF 230

Sparkasse zu Libeck
IBAN: DE15 2305 0101 0001 071117
Swift-Code: NOLADE2ISPL

Registered office: Libeck
Commercial register:

Local court Libeck HRB 7903 HL
General partner:

Dragerwerk Verwaltungs AG
Registered office: Libeck
Commercial register:

Local court Libeck HRB 7395 HL
UID-Nr. DE135082211

Chairwoman of the Supervisory Board for
Dragerwerk AG & Co. KGaA: Maria Dietz

Chairman of the Supervisory Board for

Dragerwerk Verwaltungs AG: Stefan Lauer

Executive Board:

Stefan Dréger (chairman)
Stefanie Hirsch

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner
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Germany
Produktnamn Enhetskategori
WaterLock2 Medical gas pipeline condensate filter/trap

Infinity ID WaterLock?2

Helt eller delvis tilldmpade standarder:

EN 60601-1:2006+A1:2013+
A12:2014+A2:2021+A13:2024

(IEC 60601:2005+A1:2012+A2:2020)

Medical electrical equipment -- Part 1: General
requirements for basic safety and essential
performance

EN 60601-1-6:2010+A1:2015+A2:2021
(IEC 60601-1-6:2010+A1:2013+A2:2020)

Medical electrical equipment - Part 1-6:
General requirements for basic safety and
essential performance - Collateral standard:
Usability

EN 62366-1:2015+AC:2015+
AC:2016+A1:2020

(IEC 62366-1:2015+AC:2015+
AC:2016+A1:2020)

Medical devices - Part 1: Application of
usability engineering to medical devices

EN ISO 10993-1:2020
(ISO 10993-1:2018)

Biological evaluation of medical devices -- Part
1: Evaluation and testing within a risk
management process

EN ISO 14971:2019+A11:2021
(ISO 14971:2019)

Medical devices — application of risk
management to medical devices

EN ISO 15223-1:2021
(ISO 15223-1:2021)

Medical devices — Symbols to be used with
information to be supplied by the manufacturer
— Part 1: General requirements

EN ISO 17664-2:2023
(ISO 17664-2:2021)

Processing of health care products -
Information to be provided by the medical
device manufacturer for the processing of
medical devices — Part 2: Non-critical medical
devices

EN ISO 18562-1:2024
(ISO 18562-1:2024)

Biocompatibility evaluation of breathing gas
pathways in healthcare applications -- Part 1:
Evaluation and testing within a risk
management process
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EN ISO 20417:2021
(ISO 20417:2021)

Medical devices - Information to be supplied by
the manufacturer

EN ISO 80369-1:2018
(ISO 80369-1:2018)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 1: General
requirements

EN ISO 80369-7:2021
(ISO 80369-7:2021)

Small-bore connectors for liquids and gases in
healthcare applications -- Part 7: Connectors
for intravascular or hypodermic applications

1ISO 18190:2016

Anaesthetic and respiratory equipment —
General requirements for airway devices and
related equipment

ISTA 3A:2018

Packaged-Products for Parcel Delivery System
Shipment 70 kg (150 Ib) or Less
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Omfattning bedomning av 6verensstammelse

Artikelnummer Produktnamn Bas UDI-DI
6872130 WaterLock2 0404867512010286K19Z000M9
6872020 Infinity ID WaterLock2 0404867512010286K19Z000M9




