
UK UK Declaration of Conformity

Document No. 11123358-00

We Dräger Safety AG & Co. KGaA, Revalstraße 1, 23560 Lübeck, Germany

declare under our sole responsibility that the product

Dräger

R52972, R54450, R59024, R54215, R52992, R53070, 
R54216

Dräger Panorama Nova P

R59019 Dräger Panorama Nova P sideport RA

R51492, R54720, R54217, R51792 Dräger Panorama Nova PE

R55001, R55003, R55004, R55005 Dräger Panorama Nova ESA

R52850, R54219, R54990, R52855, R54220, R54208, 
R59042

Dräger Panorama Nova RA

R53307, R53316, R53306 Dräger Panorama Nova RP

R51853, R55013, R51854, R52180, R53670 Dräger Panorama Nova S-P
Dräger Panorama Nova S-PE
Dräger Panorama Nova S-ESA
Dräger Panorama Nova S-RP

is in conformity with the UK-Type Examination
Certificate / Expertise UKCA 754837

issued by the Approved Body 
with Identification No.

BSI Assurance UK Ltd,
Kitemark Court
Davy Avenue
Knowlhill
Milton Keynes
MK58PP
United Kingdom
0086

and is in compliance with the following UK regulations by application of the listed Standards

Statutory Instrument Number and date of issue of designated Standard

(Regulation 
(EU) 2016/425 
as brought into 
UK law and 
amended)

Personal Protective Equipment Regulations 
(Regulation (EU) 2016/425 as brought into UK 
law and amended)

EN 136:1998
DIN 58610:2014-1

X

Surveillance of Quality Assurance BSI Assurance UK Ltd, 
Production by Kitemark Court
(Category III, Module D or C2) Davy Avenue

Knowlhill 
Milton Keynes 
MK58PP 
United Kingdom 
0086

Lübeck, 2022-02-07

Place and date (yyyy-mm-dd)

Importer (UK): Draeger Safety UK Ltd
Ullswater Close,
Blyth Riverside Business Park 
Blyth, Northumberland NE24 4RG, UK

R&D Safety


