
Follow the infection prevention policies and reprocessing regulations of the healthcare facility.
This document is for informational purposes only and does not replace or amend the instructions for use.
Refer to the instructions for use of the device and accessories for full disassembly, cleaning and disinfecting instructions.!

Only use disinfectants as listed in the instructions for use of the device and accessories.
Make sure no liquid penetrates into the device. Use nationally approved disinfectants suitable for!

Prerequisites: There is no patient in the device. All accessories are removed and power supply is unplugged. Allow 30 minutes to cool.

3 4Clean mattress:

• SoftBed foam mattress: 
Clean and wipe with disinfectant as required and 
after every change of patient. If it becomes 
heavily soiled, the cover may be machine washed 
at 95° C. Tumble dry up to 95° C. The mattress 
may become contaminated in exceptional cases.

Heated gel mattress:
Refer to heated gel mattress instructions for use 
for cleaning and disinfection instructions.

2 Surface Disinfection with cleaning for:

• Device surface and resuscitation module

Each part removed during disassembly:
side walls, front end wall, head end wall,
mini-walls, patient support, mattress support, 
X-ray tray, hose grommets1, bed-tilt mechanism, 
handles, instrument tray, drawers, 
gas cylinder holders

Do not steam clean.• 

Before next use:

• The device has been assembled and prepared 
so that it is ready for operation.

1 Please turn the page for
disassembly and assembly.

How to reprocess the 
Dräger Babyroo® TN300
Cleaning and disinfection in 4 steps

• Ensure all surfaces are dry.
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1Optional: machine cleaning with thermal disinfection

Details on surface disinfection 
with cleaning please refer to the current IFU

• 

the respective reprocessing process and the intended application.

• 



Disassembly 
If applicable, remove the canopy.

Assembly

1

Step 2, 3 and 4, please turn the page

1 2 3 4

8 7 6

5

5

4 3

6

Remove the SoftBed mattress or 
the gel mattress.

Remove the hose grommets from 
the front end wall, the head end wall, 
and side walls (if installed).

Lower side walls. 

Remove the inner mini-walls (if installed). Pull up on each wall so that the pins 
come out of their slots, and remove 
the wall. In order to remove the 
head end wall, first tilt the bassinet 
away from the main column, and then 
remove the wall.

Return the canopy. Return the SoftBed mattress or 
the gel mattress.

Return the hose grommets to
the front end wall, the head end wall, 
and side walls (if installed).

Return the inner mini-walls (if installed). Return the side walls, front end wall, 
and head end wall into their slots 
so that the pins drop into 
the locking position. 

Remove the canopy.1

1 Install a new disposable suction bottle,
and return the SpO2 pod (if installed).

Remove the mattress support 
and the X-ray tray from the bassinet 
(if installed). In order to remove 
the X-ray tray, pull the X-ray tray out 
until it stops; then lift it slightly 
and pull it out completely.

2 Return the mattress support 
and the X-ray tray to the bassinet
(if installed).

Remove the suction bottle from the
side or from the GCX rail
and remove the SpO2 pod (if installed).

Disassembly / Assembly

Close the side walls.
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