
Open the cover of the case. The
anti-tamper seal breaks automatically.

Remove the unit from the bag.

Open the barrier bag at the red
markings.

Remove the aluminum barrier bag
from the case.
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Remove the nose clip from its holder on 
the filter and press the mouthpiece-tabs 
together. Insert the mouthpiece into your 
mouth, holding it in place with your teeth 
and your lips around it.
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Open the nose clip by pulling it apart …
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Leave the contaminated area
immediately.

… and position it on your nose so that 
it closes your nostrils.
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